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'Eastmount Environméntél Services
Pitot Calibration Sheet

Technician: Joseph Brady - Pitot ID:  S-8-1
Date Calibrated: 1/6/2010 . Probe ID: S-6-1
Next Due Cal Date: 1/6/2011

0.375 Dt (between 0.188 and 0.375 in.)
N/A X (greater than or equal to 3/4 in.)
N/A  Dn(must use 1/2 in. nozzle)

TYRE & PITLT TLIBE

_ 0.531 Pa Pa must = Pb
K 1.415 P(a) (Must be between 1.05 and 1.5 Dt)

1415 P(b) (Must be between 1.05 and 1.5 Dt)

, , E N/A Y (must be > 3/4in.)
Firor 5 B gL
F B

Sumphs Brokee
2.305 Y (must be > 2in.)

AND

N/A  Z (must be > 3in.)

[

* All calibrations are in accordance with CFR Pt.60, App.A, Meth.2, sect4.1.2 (Type S Pitot Calibration)

SEAPORT INDUSTRIAL PARK 65 PARKER ST UNIT 3 NEWBURYPORT, MA 01950

TEL: 978.499.9300 FAX: 978.499.9303 E-MAIL: INFO@EASTMOUNT.COM WWW.EASTMOUNT.COM




& —

Eastmount Environmental Services
Pitot Calibration Sheet

Technician: Joseph Brady Pitot ID:  S-6-1

Date Calibrated: 1/6/2010 o Probe ID;: S-6-1

Next Due Cal Date: 1/6/2011

Page 2 of 2

S aZ B _

"~y
N
|

—

Degrees | Inches

at aland a2 fnust be <10 dégrees
1 a2

b1 b1 and b2 must be < 5 degrees
1 b2 :
0 a ©0.000 ¢ ¢ must be < 0.125 in. (1/8in.)

: - _ where: ¢ = (Pa+Pb) x sina

0. © 0.00000 d d must be < 0.03125 in (1/32in)

: ) where: d = (Pa+ Pb) x sin®©
Calibrated By: ' W M

SEAPORT INDUSTRIAL PARK 65 PARKER ST UNIT 3 NEWBURYPORT, MA 01950

TEL: 978.499.9300 FAX: §78.499.9303 E-MAIL: INFO@EASTMOUNT.COM  WWW.EASTMOUNT.COM
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ONE STEEL ROAD EAST
MORRISVILLE, PA 19067
- (800) 638-6360 - .-

Filling Your Gas
ANALYTlCAL REPORT PRODUCT CERTIF!CATION i & Welding Needs

_TO: SPECAIR SPECIALTY GAS " DATE: 05/25/ 6‘0/
22 ALB!STON NAY :
- P.C, NO SABBZA =
AGBUR!‘é i‘v‘E MZ"G ‘ :
ATTN: _ o S GRDE NO, 3 00249-00.:

EPA PROTO COL ‘vﬁ}{TURE

.??réssure: 2000 Y CGAI5e0 R ﬂnaivssi)ate 05/24/26@7

s - Shelf Life: 36 MONTHS . :. Expiration Date: 05/24/2010 R
Cyiinder No. _ Constituents Nomma% Actual - . Uncertainty

cesacs8 - ¢ - " PROPANE .. 2506-3500 ppm 2080 ‘ppm - f: 6.04 ppin

AR. . . . . BALANCE - BALANCE

REFERENCE

STANDARD : : LT T . S

TvpelStdNe. - . OviinderNo. - -./ Concerwation . Eip D&t

eMsisse oo CC7IB4. s/ ASEEpORCEHEMZ T 0611102008
- . PO A o .

INSTRUMENTATION | . - GRS
instument - i . . Anslytical Principls
N VARiA!\' 3300°GOIT Ci.v S"N 4z08 - o . “Thermal Conductivity

"
T . . - =¥ .

e - L R .

’ @QAE‘YZED ACCORDING TO EPA TRACE AB&L!T" PRO"OCOL r'DR y WSA‘&’ AND CERTIFICATICH F
-GASEQUS CAL!QRATIOH STAHDARDS—SEPTEMBER 1997-G1FDENDOTES PROCEDURE G2 THIS
“_ANDﬁRQ ql‘l ULD NOT BE USED WHEN TS GAQ PRESSURE ISBELOW 1.0 M'—-GAPF\SCA‘ ( 5

psig}. . . _ N L .

i Aﬂj/l}’}wﬂ@- e

SANSONE - ANALY'ST




S Praxalr Dls’rrlbuhon Mld—AﬂCln'flC LLC

Fill Date:

Customer: & Order Information: 5/12/2009
MAINE OXY - . PartNumber: Al PRRIE-AS
> -+ Lot Number:  NA
22 ALBISTON WAY L. Cylinder Style & Outlet: ~ AS 580
. AUBURN — ME 04210 . o Cylinder Pressure & Volume: 2000 psi 140 cuft
' L8 N
ca- : " R Certyf“ed CL centra 1y T Customer Oraerxvumaer - 1655218
' Expiration Date: CsMsRolz - . e
Cylinder Number: cc118012 Analytical Uncertainty:
4754 . ppm  PROPANE P 1%
Balance AIR -k
NOx ppm = NA o (';QOX. iies for Reference Only)
Certzfcatzon [nformatwn. Certification Date: 5/18/2009 Term: 36,Months Expiration Date: 5/18/2012

1. This cyhnderwas certified according fo the 1897 EPA Traceability Protocol, document #EPA-B
2. Dc nol use this standard lfp:essure is less than 150 PSIG.

Analytical Data' (R—Reference Standard, Z-Zero Gas, C=Gas Cand/dafe)
1. Component: PROPANE :

Requested Concentration: A750 ppm o, Rsfsrence Standard Type: SRM R "
Certified Concentration: 4754 ppm o Ref Std. Cyhndern- . XFO00465B -
r H - /ARIAN.330 auoo 49

et 40,
FiD

..Ref! Sid Tracsa eto SRM#: 2648a
‘Last Mu'tlpomt Cailbratlon 51812009 .

o

PR R . e, - - :
First AnalyS|s Data: * L Date:  5/18/2009 : g . ' Sebond‘AnaIysis Data: Date:
z: 0 R: 4927 C: 4753 Conc: 4757 ’ Z: o} R: 0 [o] o] Conc: 0
R: 4918 22 O C: 4743 Conc: 4747 : ‘Re 0 2z 0 - C -0 Cong; . 0
zz 0 C: 4754 R: 4923 Conec: 4758 . ze 0 c: 0 R+ O Conc:.- + 0
UOM: PPM Mean Test Assay: 4754 PPM o - [ UOM: PPM " Mean Test Assay: 0 PPM
Analyzed by: * John Goddard . Certified b(y:/ M j 2107

Information contained herein has been prepared at your request by qualified experts within GTS-Welco, Inc. While we believe that the information is accurate within the limits of the analytical
methods employed and is complete to the extent of the specific analyses performed, we make no warrarity or representation as to the suitability of the use of the information for afy purpose. The
information is offered with the understanding that any use of the information is at the sole discretion and nsk of the user. In no event shall the liability of GTS Welco, Inc., arising out of the use of the
information con tained herein exceed the fee established for providing such mformatxon :
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. ONE STEEL ROAD EAST
- MORRISVILLE, PA 19067
(800),638-6360

| i Filling Y
ANALYTICAL REPORT PRODUCT CERTIFICATION Lo & Welding Needs

TO: SPECAIRSPECIALTYGAS ., v DATE: 121102007

22 ALBISTON WAY »
- PONOSA AT A e i

ORDER N, 3050773-003

EPA PROTOCOL MIXTURE

Pressure: 2000 CGA: 380 " Analysis Date: 12/07/2007
~ Sheif Life:,36 MONTHS * Expiration Date: 12/07/2010

CylinderNo. ~ Constiuents Nofninal Actual - Uncertainty

PROPANE ' © 8000-8000 ppm = 8310 ppm - 747 ppm
AR BALANCE =~ BALANCE -

'REFERENCE

STANDARD o L | g
TypefStdNo.- = Cylinder o, .. Concentraion =~ =~ - = Exg.Date
cMisHesG - ' NDD6728 - 1.00%C3H8 " 05/20/2059

INSTRUMENTATION . L
Instrument S Analyiica] Principle '

) VARIAN 3300 GC/TCD S/N 4398 ' : Thermal Conductivity

| GTS 28301/C 3/05

D R T e e - v 4 - c P ™

ANALYZ...D ACCORDING TC EPA TRACEAB* LETY PROTOCO‘ FOR ASSAY AND CERTIFICATION OF
GASEQUS CALIBRATION STANDARDS-SEPTEMBER 1997:G4/#DENCTES PROCEDURE G2 THIS
STAi\DARD SHOULD NOT BE USED WHENITS GAS PRESSURE IS BELOW ‘1 G MEGAPASCAL (150

k
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TO: SPEC AIR SPECIALTY GAS

=
:f
) ‘i'

LELN

VONE STEEL ROAD EAST
* MORRISVILLE, PA 19067
" (800) 638-6360

Filling Your Gas
& Welding Needs

ANALYTICAL REPORT PRODUCT CEF{TIFICATION

| DATE:06/11/2007
22 ALBISTONWAY - - e , |
C ik e e i sl g e P00 NO. SA 5227 Biie

AUBURN, ME 94210' |
ATTR: ©. . ORDERNO.3610418-002

Cyiinder No.

_EPAPROTOCOL MIXTURE

L) : -

‘CGA:590 Analysis Date: 08/08/2007
Shelf Life: 36 MONTHS ..

Constituents . 1 Nominaj. Actual

Pressure: 2000,

Expiration Date: 06/08/2010. .

GTS 23301/C 3/05

CC192087 PROPANE

- REFERENCE -
STANDARD -

Type/SidNo..

CMISH54-G ccaieas

lNSTRdMENTAi 503\
instrument .
Smmadzu GC BAT D SIN B85095YS

¥

Cylindar No.

300 ppm
‘BALANCE

250ppmC3HEMND"

* Analytical Principie

Flame-lonization

300 ppm
BALANCE

- Exp. Daje
11/10/2008

. ANALYZED ACCORD!Y’%G TO EPA TRACEAB!LI"'Y PROTOCOL FOR ASSAY" AND CERT!FICA} JON OF -
" GASEOUS CALIBRATION STANDARDS-SEPTEMBER 1997:G1/*DENOTES PROCEDURE G2 THIS
» STANDARD SHOULD NOT BE USED WHEN ITS GAS PRESSURE IS BELOW 1.0 MEGAPASCAL {150 -

psig).

U/‘i//s/ Mv

JOHN T‘S‘KNSONE T ANALYST

»‘J% ‘

ne
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_ ONE STEEL ROAD EAST.
MORRISVILLE, PA 19067
(800) 638-6360

= X . . Filling Your Gas -

ANALYTIOAL HEPOHT PRODUCT CERTIF]CATION & Welding Needs

’ 4_3

TO: SPEC AIR SPECIALTY GAS .- © © " DATE: 11/28/2007
22 ALBISTON WAY S

o s P.O:NO:SA 11278
AUBURN, ME 04210 .
ATTN: BRI ORDER NO. 3236104-002

i

EPA PROTOCOL MIXTURE

'Pressure; 2000 . CGA: 58D .. Analysis Date: 11/28/2007
o Shelf Life; 36 MONTHS - Expiration Date: 11/28/2010

CyiinderNe. - = Constituents "~ Nomiing! Actual -+ Uncertainty

'CC13336  PROPANE . 450-550 ppm 508 ppm
| ' AR BALANCE - BALANCE

. ' . . .
o g e et e, ot i =, S8 e, ks it § oo v 1y 4y St 1 ot o S

 REFERENCE

STANDARE - o B

© Type/SidNe.- © -CylinderNo. .~ Concentrstion ' " Exp.Daie |
aMIsMssG . CC104035 .. - 483 ppm C3HZ/AIR ST 072212008 17

INSTRUMENTATION ~ N o
ShlmadzuGC8A-FD S SSBQSYS e ' Flame lonization

ER - - . C P . Yo B AT e e BT e R

- ANALYZED ACCORDINGTd‘EPA TRAGCEABILITY PROTOCOL FOR ASSAY AND CERT!F!CA"!QN OF-
GASECUS CALIBRATION STANDARDS-SEPTEMBER 1997:G1DENOTES PROCEDURE G2 THIS
. STANDARD SHOULD NOT BE USED WHEN ITS GAS PRESSURE IS BELOW 1.0 MEGAPASCAL (1 :30

o

l’%“"ﬂ)k (é:‘l YT I R IS IW(JFXM%X
] A T
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GTS 23301/C 3/05°




ONE STEEL ROAD EAST -
' MORRISVILLE, PA 19067
(800) 638-6360 ..

L . i i ' FillingYour Gas
+*ANALYTIGAL REF’QRI_ - PRODUCT CERTIFIGATION -t » & Welding Needs

5

_-m-~ SPECAIRSPECIALTYEAS . . DATE: 01052007
' ”2A€ BISTON WAY T

Y P.O. NO. SA §2-3954:; .
AﬁSUE‘X‘Q. "\f‘z: 84710 o
ORDER NO. 3346%5&@&?

39& PROTOCOL ?y.;}’TJRL

Prossure: 2000 CGa 580 T Anaslysis Dater §1/05/2007

I . ' Shelf Lifer 3G MONTHS & Bx ;'aasm;Sate' @1!05;’?‘31@

Cylinder Mo, “Congfituents - Nomsinal Actus Unceriainly

- 8920273A - PROPANE A B850 ppm - - 887 ppm 341 ppm
T AR : - - Bﬁiﬁ?«i{;‘h . BALANCE

H!:Ft: EW’E
STANDARD L » "
TypefSid No. find: ‘ Concentration
auisisee : ' §5%8ppm C3HBMNZ

INSTRUMENTATION A -
instument ' - ' Ansftical E’mczgse
Shimadzu GC 8A-FID S/NEBOSEYS - Fiam,t uzation

Vg e s S LI T TR oy

- ANALYZED ACCORD ziac TO EFA TRACEABILITY PROTOCOL FOR ASSAY AND CERTIFICATION OF
GASEOUS CALIBRATION STA ANDA RDS-SEFTEMBER 1997:G1/DENCTES Pgacﬁsﬁ EGZTHIS -
STANDARD SHOULD NOT BE USED WHEN ITS GAS PRESSURE 18 8 BELOW 1.0 MEGAPASCAL (150

T i = ! A3 I I A VIE Yy
"i‘F o i g ; o 1}?
T S g ) 3 e u~
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- ©5/27/2089 10:88

.. 6106917886

.y

- WELco ceL

' E'EE:'E%P le R Praxair Distribution MidaATlér]ﬁt LLC

145 Shimersville Road = Bethlehem, PA 18015 * Phone:610,317.1608 » Fax: 610.758,8384

DricNuraher: 000DODDRETH Fill Date: 712112008

Customer & Order Information:

 MAINE OXY Ordey o 111365700 -2 Port Numbezr 4] PRR2E-AS
: " , Nembers $A.518 A : Lot Namber: — NIA . '
22 ALBISTON WAY : CuotnaF, O Niemer: -
UBURN Cusiamer Reference Nimibers KZB18 Cylinder Siple & Owidet: S 580
AUB ME 0421'0 . . L Cylinder Prosore & Valume: 2000!:"?] 140cutt
RS el . P Cm:ﬁea’ Cqﬁﬁnﬂaﬁom Ciextomer Order Nimsber: NA
Expiration Date: aisio ' :
Cylinder Number: SATRE3 i Anzlytisal Uncertainty: -
304 ppm PROPANE 1%
Balance AIR |
NOx PRm.= NIA (NCf)s_C.Valuna {or Rafaranze Only)

Certification Information: Ceriification Date: 6/5/2008 Term: 36 Months Expiration Dete:  B/5/2011
1, This cylinder was cariifisd aseardlry o the 1857 EPA Tracaabliity Frotocol, document #EPA-S00R.G7/124, using procedure G1

2. Do nol use ihis stsdatd if fswura I3 Jaas than 150 PSIG. -

Analytical Date:  (R=Reference Stanciard, Z=2era Gas, C=Gas Canclidate}

1, Gomponent:  PROPANE .
Referance Standard Typs: BMIS

Raquazted Consantration; 30ppm -
Cartifind Concantratien: 309 pom . Ref, Std. Cylinder#; 0182338
. Ingdnimen; Uzer VARIAN 300 INST 23 EROPANE) .. -, fos - 1. )
s i) Fethot R Ret. Std, Trateablata SRM#:  1668b Tooo e
Last Muliiooint Galibration: THE(2008 ]
[—;’lm:‘\na]yuis Datar Data: 8/5/2008 I o Socond Analysia Dats: Cnta;
a0 Rt 484 € 207 Conwm 308 S & 0 R 0 € D Gomm 0
R 506 2z @ G 31,1 CGong: 3t2 ) T [T zZ Q c: 0 Qong o]
al 2 C: 308 R 02 Gong 0.8 : . z 0 ce o R: @ Gong: s} -~
uoM: PPN Maan Teat Aanay: 0.3 PPN : ; uoM;  PPM Msan Tost Axxay; DEPM ’
_ * Analyzed by:  Josh Fingke Cértified by: 5/4:52457 ‘5-7' iz 7_/ il d
‘ A v; —

'
.

Informimtien cénbalnéu harsin has basn prapared 6t your raquest by qualifing nxparfé\'w.ﬁihiﬁ GTSWailen, Ins, Whils wi bellova that tha infermation is scaurmte Withis e imila of the '
)’Sﬁfl‘mf?ﬂ"u”-'%“ :lnd[r}t‘ ;::;nwa t; lh; ex!;lm of the =Pbrt*1ﬂhc a:;alyse? ps.rlformeci. Wt ke no warra'my or taprasemiation &g 10 the suitabiliy of the wsa of ths infermation for any EME?‘M

ion Is alfared wit srstanding ihal eny uge of tha informalion Is el the aole discrathon #nid risk of the wesr. It ra avant shall the lisbilty of arizing au ;
Informatlon con iainad ketein axcand the fee astablished for providing such Information. : ) iebifly o GTS-WB‘IOO 116, g Ut 3 s se of o




Braxalr DlS”h‘lbU'l'lon MId-Aﬂcmhc LLC

Customer & Order Information: Docimber: 00000005880 * Fill Date:  3112/2009
MAINE OXY - - Order Nigmiber; 151890300 -1 Part Number: NI CD1904ZE-AS
: ner P. O mber: 125197 Lot Number:  NIA
131 ROBERTSON BLVD. Custoser F. O. Fmber. o o A so0
- o Custorner Refere)we HNumber: WAS04 Cylinder Siyle d: Outlet: A
- BREWER ME 04412 Cylinder Pressure & Volume: 2000 psi - 140 cu ft
. Cernf‘ed Cfﬂ centr atton. Customer Order Number: 1516901
‘Expiration Date: 31772012/ ) K M
Cylinder Number: - CC25517 Analytical Uncertairity: I
1880 . %  CARBON DIOXIEE 1%
20.91 % OXYGEN e 1%
Balance NITROGEN -
. NOx ppm = N/A (NOX. Values for Reference Orily)
_ Certification Information: Certification Date: 3/17/2009 Term: 36 Months Expiration Date: 3/1 7/2012
1. This cylinder was certified according to the 1997 EPA Traceabillity Protocol,' document #EPA E00/R-87/121, using procsdure G1
2. Do not use this standard if pressure Is less than 150 PSIG. .
. G1:02; G2:CO2
_Anaiytical Data:  (R=Reference Standard, Z—Zero Gas, C=Gas Cand/date)
1. Component: CARBON DIOXIDE .
Requested Cancentration: 19% ) Reference Standard Type: GMIS
Certified Concentration: 188% . Ref. Std. Cylinder #: CC109454
reomn_adriStrument Used: . SIEMEMS ULTRAMAT 5E SN: D2-412 ; . Ref, Std. Cone: - C82% )
Analyticai Method: NON-DISPERSIVE INFRARED " Ref,“Std. Traceable to SRM % 2iEs Ttk -
Last Multipoint Calibration: 3/16/2008 ' '
First Analysis Data: . Date: 31712008 Second Analysis Data: - Date:
z: 0 .R: 1782 C: 1882 Conc: 18.81 zZ. 0 R: ¢} C: 0. Conc: 0
R: 17.82 Z: 0 C: 188 Conc: 18.79 R: 0 Z: 0 C: 0 Cone: 0
2 0 C: 188 R: 1784 Conc: 18.72 z 0 C: 0 R: 0 Cone: 0
uoM: % Mean Test Assay: 18.8 % uoM: % Mean Test Assay: 0%
2, Component: OXYGE‘ITI
Requested Concentration: 21% Reference Standard Type: GMIS
Certified Concentration: 2091% Ref. Std. Cylinder #: CC103976 s ‘
Instrument Used: SIEMENS OXYMAT SE SIN F1-111 Ref; 8td. Gonc: 2287%
Analytical Method: PARAMAGNETIC Ref, Std. Traceable to SRM #: 265%a
Last Multipoint Calibration: 3/10/2008 ’kﬁ :
Fi;'st_AnaIysis Data: Date: 3172000 Second Analysis Data: Date: .
Z: 0 R: 2228 C: 2028 Conc: 20.91 Zi 0 R: O c: 0 Cone: | ¢]
R: 2228 Z: 0 C: 2028 Conc: 20.81 4 <] P43 0o - C: 0 Gone: 0
Z2 0 ° C: 2026 R: 2226 Conc:’ 20.82 Z. 0 C: O Rt 0 Cone: [v] .
UoM: % Mean Test Assay: 20.91 % uom: % Mean Test Assay: . 0%

Informahon contained herein has been prepared at your request by qualified experts within GTS-Welco, Inc. While we believe that the information is-accurate within the limits of the analytical
methods employed and is complete to the extent of the specific analyses performed we make no'warranty or representation as to the suitability of the use of thé information for any purposé. The
information is offered with the understanding that any use of the information is at the sole discretiors and risk of the user. in no event shall 1he liability of GTS-Welco, Inc,, arising out of the use ofthe -

Certified by: 7

information con tained hersin exased the fee estabhshed for provndmg such information.
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. Praxair Distribution Mld-At.lantxc R
145 ShimersvilleRd.  * B
Bethlehem, PA 18015

, : ‘ Telephone: (610) 317-1608

‘000001000 B . Facsimile; (610) 758-8382

4

s’%PMXAIR

)

DocNumber

___ CERTIFICATE OF ANAL)

Cu.ytomer & Order Innformation:

Fill Date:  11/24/2009

MAINE OXY Praxair Order Number: 02014077
479 BOSTONRD . . Customer P. 0. Number: JAJ10394 Fart Number: N CD8.502E-A3
' Customer Reference Number: l Lot Bumbers 8179328
SOUTHBOURGH. MA 017720 er Cylinder Style & Outlet: ~ AS CGA 590
. . Cylinder P e & Volume: 2000 psig. 140 cu. ft.
Certified Concentration: - _er o
Expiration Date: " 12/412012 NIST Traceable
Cylinder Number: CC313422 Analytical Uncertainty:
9.70 % CARBON DIOXIDE +1%
10.85 %  OXYGEN 1%
Balance NITROGEN ' :
Certzfcatzon Information: Cetrtification Date: 12/4/2009 * Term: 36 Months Expiration Date: 12/4/2012

" This cyhnder was certified according to the 1997 EPA Traceability Protocol, Document #EPA-GOOIR-97/121 using Procedure G1.
Do'Not Use th|s Standard xf Pressure is less than 150 PSIG. '

Andlytical Data:
1. Component: CARBON DIOXIDE
_Requested Concentration:
Certified Concéntration:
Instrument Used:
*Analytical Methad:

9.5%
9.70 %

(R=Reference Standard, Z=Zero Gas, C=Gas Candidate)

$IEMENS ULTRAMAT 5E SN: D2-412
NON-DISPERSIVE INFRARED

. Last Multipoint Calibration: 11/20/2009 R
“First Analysis Data: Date: 12/3/2009
Zz 0 R 1486 C: 938 Conc:- 0.696
R: 1486 Z: 0 C: 838 Conc: 9.696
Z: 0 .C: 94 ' R: 1468 Conc:, 9,716
UoM: % Mean Test Assay: 9.702 %

2, Component. OXYGEN
Requested Conicentratioh: 1%
Certified Concentration: 10.85 %

Instrument Used:

SIEMENS OXYMAT 5E S/N F1-111

Analytical Metfiod: PARAMAGNETIC
Last Multipoint Calibration: 11/30/2009
“| Firét Analysis Data: Date: 12/4/2009
zz2 0 R: 2288 C: 10.86 . Conc: 10.857
R: 2288 2Z: 0: .C: 10.86 . Conc: 10.857
z 0 C: 1086 R: 23 Conc: 10.857
UoM: % Mean Test Assay: 10.857 %
Analyzed by:
" Melissa Santana

Reference Standard Type. GMIS
- Refi Std. Cylinder#: CC253854
Ref, Std. Conc: ’ 15.16 %
Ref. Std. Traceable to SRM#: 2745 .
SRM Sample #:  9-C-04.
SRM Cylmdern- . CALO16031
Second Analys:s Data. T ’ .D.ate:
z 0 R 0 © 0 Cone 0 e
Ri © Zz 0 c: 0 Congc: 0
z 0 . ¢ o0 R -0 Cong: 0
uom: % Mean Test Assay: 0%
Reference Standard Type: GMIS
Ref. Std. Cylinder#: CC154663
. Ref. 8td. Conc: . 22.98 %
Ref. Std. Traceable to SRM#: 2659a
SRM Sample#:  71-D-07
.SRM Cylinder#: CALO15448
Second Analysis Data: -Date:
|z 0 R: R 0 Conc: 0-
R: 0 Z: 0 C 0 Conc: 0
Z: 0 c: 0 R: 0 Conc: 0
uom: % Mean Test Assay: 0%

Certified by:

114001

lch‘elle Kostik

t : -
inférmation contained herein has been preparéd at your request by qualified experts within Praxair Distribution, Iné. While we believe that the information is accurate within the fimits of the analytical
methods employed and is complete to the extent of the specific analyses performed, we make no warranty or representation as to the suitabllity of the use of the information for any purpose. The
Informiation is offered with the understanding that ariy use of the information is at the sole discretion and nsk of the user.- In no event shall the llablhty of Praxair sttnbutxon !nc ansmg out of ﬂ-ue use’
of the |nformat|on con tained heréin exceed the fee established for provu:llng ‘such |nforrnatxon . . .
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EASTRIBUNT ENVIRDNIENTAL SERVICES

Cyclonic Flow Field Data Sheet

Air Quality Specialists

Client: C’/fﬂ / é/aéa/ Port Traverse Velocity Stack Temp _qulonig: :
Site Location: (Z/ /g,,/ Wh- Number Poin? : Pressure _ ‘ Anglg
Source: 1o yAx ! ob? 1 7
Test Location: Out/e 4 z . oYl 230 =1
Duct Diameter: 24" B 0.49 259 Z-
Test Number:| (e Jom e 4 6-63 2977 S
Test Time: 730 s 0.7 7F° Bt -7
Test Date: Z/}//O b 0. 77 3345 -7
Testers: AS, I/M@ B ¢ 0.3 121 &
z 0. 4l J o — i
Pitot Number| - G~/ 3 6. 46 Hno —12
Pitot Coefficient| 0§y Y 0. 56 (09 z
g RA /10 -1z
Ambient Temperature: — [ .07 i Y <&
Wet Bulb Temp: — )
Barometric Pressure:
Duct Static Pressure: B .0’ 77
Pre / Post
L eak Checks: 0.0 | 0.0
Pump Calibration
Initial Final
1\ N
NN
3| \
' Impinger Volume
1 “ N
2l N\

3




